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Abstract
The irradiation facility at the beam line no.3 of the IBR-2 reactor of the Frank
Laboratory for Neutron Physics is described. The facility is aimed at irradiation
studies of various objects with area up to 800 cm
2
both at cryogenic and ambient
temperatures. The energy spectra of neutrons are reconstructed by the method of
threshold detector activation. The neutron uence and  dose rates are measured
by means of alanine and thermoluminescent dosimeters. The boron carbide and
lead lters or (n=) converter provide beams of dierent ratio of doses induced by
neutrons and photons. For the lead lter, the ux of fast neutrons with energy more






and the neutron dose is about 96% of the
total radiation dose. For the (n=) converter, the  dose rate is 500 Gy h
 1
which
is about 85% of the total dose. The radiation hardness tests of GaAs electronics
and materials for the ATLAS detector to be put into operation at the Large Hadron
Collider (LHC) have been performed successfully at this facility.
1
1 Introduction
Many components of the ATLAS detector will be located in the mixed high radiation eld
of photons and neutrons produced by the high luminosity running conditions at LHC.
Examples are the materials used in the hadronic liquid argon end-cap calorimeter. At the






a maximum year dose of 12 kGy yr
 1
and a neutron






are expected in the hadronic endcaps [1]. The materials
and electronics must withstand these radiation levels with a minimum deterioration of
their performances.
The radiation hardness tests of GaAs preampliers developed in the framework of the
RD33 Project [2] for the ATLAS liquid argon calorimetry were performed [3] at the pulsed
fast neutron reactors IBR-2 and IBR-30 [4] of the Joint Institute for Nuclear Research at
Dubna. The successful radiation tests of electronics and dierent types of glue [5] have
demonstrated the advantage of using Dubna facilities for this purpose. Firstly, the energies
of the fast neutrons are close to the energies of neutrons produced inside the hadronic









> 100 keV) are uniform over a large geometrical acceptance of the
beam ( 800 cm
2
) and allow one to reach the dose level expected after 10 years of LHC
operation within a few days.
The general parameters of the irradiation facilities at the Frank Laboratory for Neutron
Physics of JINR at Dubna aimed at the radiation hardness study of various elements of
the LHC detectors are described in this article. The facility available at the beam line
no.3 of the IBR-2 reactor is presented in more detail.
The boron carbide and lead lters or (n=) converter provide the beams of dierent
ratio of doses induced by neutrons and photons. The energy spectra of neutrons were
reconstructed by using the method of the threshold detector activation. The neutron
uence and  dose rates were measured by means of alanine and thermoluminescent
dosimeters.
2 Description of the facility
The IBR-2 reactor[4] is a pulsed source of fast neutrons with a very compact 22 litre active
core. It is surrounded by two concrete rings of biological shield, each 2.5 m thick. The 3
m inner ring corridor between the shielding walls is intended for the location of various
equipment. In particular, the facility purposed to study radiation hardness is developed
in one of 14 available horizontal channels - at beam line no.3.
The setup for the radiation tests of the GaAs electronics is presented schematically in
Fig. 1.
The beam line no.3 has a rectangular apperture of 20  40 cm
2
in the inner shield
of the reactor. The large-scale samples, such as a cryogenic cryostat, could be brought
into the irradiation zone through the hole of 1 m diameter secured in the outer shielding
2
wall. The cryostat with the samples to be irradiated is assembled on the movable platform
inside a special shield box in the experimental hall. Also, a special beam shutter 1 m thick
has been installed behind the platform to decrease the background in the experimental
hall during the irradiation period. While assembling, the beam is blocked by the beam
shutter of IBR-2 reactor in the inner shielding wall. The hole in the outer shielding wall
is corked as well. When the beam shutter blocks the irradiation from the reactor, the
platform with the cryostat is moving to the working position.
Dierent beam lters could be used according to the experimental requirements. For
the irradiation by fast neutrons, a 5 cm thick layer of lead was installed in front of the
cryostat to suppress the photon background. When the  eects were studied, this lter
was replaced by the (n=) converter (12 cm thick) consisting of a paran moderator and
a cadmium absorber for thermal neutrons. In addition, the cryostat was surrounded by
10 cm of paran and protected with a 5 mm thick layer of boron carbide (B
4
C) to reduce
the activation of the equipment by thermal neutrons.
The cryostat installed on the support frame of the movable shielding platform was po-
sitioned for irradiation in the ring corridor 10 cm from the reactor beam shutter. During
the experiment the cryostat was lled remotely with liquid nitrogen using special cryo-
genic lines. The motherboard with the electronic chips to be tested was kept inside the
cryostat at liquid nitrogen temperature for the whole period of irradiation. Additional
tubes in the platform were used for signal cables as well as for transportation of various
material samples into the irradiation zone. Dierent characteristics of electronics, namely
parameters of the preampliers like the transfer function, the rise time, the linearity and
the equivalent noise current, were measured before and during the irradiation. For these
short periods, the beam was blocked by the reactor beam shutter. The measurement
cables had a total length of 40 m. The data taking equipment was assembled in a count-
ing room located about 15 m behind the outer shielding ring. The neutron and gamma
dosimeters were mounted temporarily around the cryostat for the dose rate monitoring. A
wide nickel foil covering the back side of the motherboard was kept in the cryostat during





Co. The induced activity of the nickel foil was used also to measure
the homogeneity of the neutron uence. It has been found that the neutron uence is
homogeneous within  5% over the area of 20 10 cm
2
(the size of the motherboard).
The facility allows one to perform simultaneous irradiation of other samples during
the irradiation period of the large-scale samples. For this purpose a special container 13
cm in diameter and 80 cm of maximal length could be delivered to the position behind
the cryostat through a special slightly curved tube inside the platform 6 m long. After the
exposure, the container is kept inside the special shield box. The neutron and  activities
of the reactor are signicantly suppressed in the shielded box due to the tube curvature.
3
3 Fast neutron ux and energy spectrum measure-
ments
The standard method of the threshold detector activation was applied to measure the
kinetic energy spectrum and the absolute value of the neutron uence. The spectrum
































The threshold values for these reactions are between 0.4 and 6 MeV.
The yields were determined from the measurements of the induced  activity by means
of a GeLi detector. The peak area S
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is Avogadro's constant; A
T
is the atomic weight of the sample; p is the proba-





fraction of the i-th isotope in the irradiated sample; W is the weight of the sample; " is the
detector eciency;  is the average lifetime of the produced isotope ( = 1:442  T, where
T is the half-life of the isotope); t
1
is the duration of the sample irradiation; t
2
is the time
interval between the end of the irradiation and the start of the measurements; t
3
is the
duration of the measurements; (E) is the dierential ux of neutrons; (E) and E are
the reaction cross section and neutron energy, respectively. To t the experimental data,
(E) was chosen as a polynomial form multiplied by exp( E) with the degree of the





(E)(E)dE and known dependences for (E) [6], the shape of spectra (E)
was reconstructed and the ux of fast neutrons was calculated. The accuracy of the values
has achieved the level of (10 15)%.
The kinetic energy spectra of fast neutrons are shown in Fig. 2 for two irradiation
setups. The average kinetic energy of the neutrons for the lead lter was found to be 1.5














energy value was equal to 2.1 MeV.
Due to the high energy thresholds of the dosimeters, the measurement of the spectrum
below 0.4 MeV was not performed. It has been found via Monte-Carlo calculations [7] that
the resonance neutron spectrum in the energy interval of (0.1 - 0.4) MeV is proportional
to  1/E. The total ux of these neutrons has been estimated by comparison with the
experimental data for the fast neutrons at E  0.4 MeV. It has been found that after
the lead lter the neutrons of the (0.1 - 0.4) MeV energy range contributed to the fast




The irradiated sample itself, as well as the surrounding equipment, may inuence
the measured spectra and the neutron ux value. So, the neutron uence 
meas
(0.4 -






in front of the






behind it. The nickel foil as the integral monitor of
the reactor power is mounted near the samples during the whole irradiation period. Also
preliminary monitoring of the neutron ux and energy spectra is always necessary before
a new irradiation run in order to x the actual scenario of the exposure.
To compare the results of dierent radiation hardness tests, the uence values have
been expressed in eective values for neutrons with an equivalent energy of 1 MeV. The
corresponding uence 
eff













where (E) is the measured neutron uence and k(E) is the energy dependent neutron
kerma-factor
1
for atomic displacements in GaAs (for the irradiation of the GaAs pream-
pliers). Using the kerma-factor values for GaAs [8], the eective neutron uence after
the lead lter inside the cryostat with liquid nitrogen has been obtained:

eff
(1 MeV (GaAs)) = 1.15
meas
(0.4 - 11.0 MeV) + 0.37
MC
(0.1 - 0.4 MeV)
= 0.91
meas












) Gy, the area of interest for
the radiation hardness tests, are not easy to accomplish at the reactor. The reason is the
lack of  dosimeters which are completely insensitive to the neutron irradiation. In our
experiment, thermoluminescent dosimeters TLD-700 [9] have been used to measure the
doses from the  component of the mixed irradiation at the IBR-2 reactor. To measure
the total dose values, alanine (PAD) and radiophotoluminescent dosimeters (RPL) with
an upper limit of 1 MGy [10] have been employed.
The TLD detectors are based on LiF and have been produced as glass pills of 3:2 
3:2  0:9 mm
3
volume and weight of 24 milligrams. To decrease their sensitivity to low







A special procedure was used to prepare TLD-700 for the irradiation. First, the TLD-
700 pills were annealed for 1 hour at a stable temperature of (4004)
o
C inside a titanium
container [11]. After annealing, the container was positioned into the aluminium radiator
to cool it to the optimal temperature in 15 minutes. Then the annealing procedure at
(1002)
o
C was applied for 2 hours followed by the cooling. The standard calibration of
1
kerma: kinetic energy released in matter
5
the dosimeters has been performed with 10
 2
Gy dose from a
60
Co source. The thermo-
luminescent signals of the irradiated dosimeters were measured by means of a Harshaw
model 2000 (A+B) device.
The eect of \superlinearity" which is the nonlinear increase of signals for the doses
higher than 1 Gy, is known for TLD dosimeters [12, 13]. This threshold dose value is
varied for dierent procedures to prepare the pills and \superlinearity" becomes more
signicant with the increase of the incoming photon energy.
The dependence of the thermoluminescent signal intensity of TLD-700 on the dose










= 1.17 MeV, E

2
= 1.33 MeV) sources in the dose range from 1 Gy to
5  10
3
Gy. The results are presented in Fig. 3. The data obtained at the irradiation
facility of the IBR-2 reactor with a broad energy spectrum of photons are shown as well.
The detailed measurements of the  energy spectra at the IBR-2 reactor have not been
performed yet, but some conclusions could be drawn based on the experimental data from
the IBR-30 reactor [14]. In addition to the prompt irradiation from the reactor bursts, the
neutron captures in the reactor shields provide a signicant contribution to the spectrum.
The  energy spectrum covers the energy range up to 10 MeV with the average value of
about (1.52 MeV).
To obtain the data, several TLD-700 dosimeters were positioned consecutively at the
same locations and the dose value was determined by the time of exposure. The absolute
values of the dose rates were calculated using the indication of TLD-700 at the  doses
less than 1 Gy (linearity region). Absolute values of the  dose in the interval (20 - 200)
Gy were measured by means of the standard Fricke ferrosulphate dosimeters [15]. The
results obtained from Fricke and TLD-700 dosimeters were in agreement within (5%)
for all the irradiation facilities used so far.
It is seen from Fig. 3 that \superlinearity" of TLD-700 dosimeters irradiated by \soft"
photons from
137
Cs source becomes visible for the doses over 20 Gy and the maximal
deviation (by factor of 3) from the linear behaviour is found at (400 - 600) Gy. The
experimental data for
60
Co source and reactor irradiations are similar: \superlinearity"
is evident beyond 10 Gy with the maximal deviation by factor of 4 at (300 - 1000) Gy.
The curve shown in Fig. 3 for TLD-700 dosimeters was used as the calibration curve for
the  dose monitoring at the IBR-2 reactor.
The PAD and RPL dosimeters have been used to measure the total integral dose at
the IBR-2 facility for some of the irradiation test experiments.
An alanine dosimeter [10, 16, 17] uses the stable paramagnetic centers generated by




- COOH. An unpaired electron
resulting from the breaking of a carbon covalent band is detected by the electron spin
resonance (ESR) technique. Dosimeters of this type used in our work (4.8 mm diameter,
30 mm length, trade name: Elcugray), were based on a homogeneous mixture of polymer
and alanine (33%-67% by weight).
Radiophotoluminescent dosimetry [10, 18] is based on the formation of stable colour
6
centers in irradiated silver-activated aluminophosphate glass. The dosimeters used in this
work (6 mm long and 1 mm in diameter) were of type DOS-2, produced by Schott, and
had the following mixture (by weight): 53.7% O, 33.4% P, 4.6% Al, 3.7% Ag, 3.7% Li,
0.9% B.
The measurements of the irradiated PAD and RPL dosimeters have been undertaken
at High Level Dosimetry (HLD) Laboratory at CERN by means of VARIAN-E3 ESR
spectrometer (for PAD) and Toshiba FGD-6 reader (for RPL) [10]. The results are pre-
sented in Table 1 for the dose rates measured in the experiment on radiation hardness
tests of GaAs electronics at the positions in front and behind the cryostat. The latter
could be considered as an estimate of the dose level available at the area of the special
container (see Fig. 1) with the samples to be irradiated in the simultaneous experiment
(at optimal temperature) completing the irradiation of the large-scale samples.
The spatial distribution of the dose rate over the outer surface of the cylinder cryostat
was measured by means of TLD-700 dosimeters. The  dose after the lead lter was found
to be homogeneous within (15%) over the whole irradiated volume and the averaged
results from TLD-700 measurements, D
TLD

, are presented in Table 1.
The total dose value, D
PAD
total
, was measured by means of alanine dosimeters. The



















where (E) is the measured dierential neutron ux and k(E) is kerma-factor for ala-
nine [8].




. The dose is dominated by fast neutrons with energy beyond 0.4 MeV.
The contribution from neutrons of (0.03 - 0.4) MeV was estimated to be about 20% and
it is negligible for lower energies.




photons (85%). The homogeneity of the radiation eld was checked by means of TLD-
700 dosimeters. The  eld is homogeneous in the region around the cryostat in the
vertical direction within 6%, but the converter causes the gradient of the  dose when
the distance grows from its surface.
In general, a satisfactory agreement between the  doses measured by means of TLD-
700 and alanine dosimeters for both experimental setups was found after substraction of




Under conditions of the intensive neutron eld which prevails in the setup with the lead
beam lter, the thermal neutrons provide the major contribution to the dose measured









Li, Ag (n,) Ag) have large cross sections to
absorb slow neutrons. The detailed analysis of the RPL properties is beyond the scope
of the present article. Nevertheless, it should be emphasized that for the (n=) converter
7
when the initial neutron eld is suppressed signicantly, the dose measured by means of
RPL dosimeters agrees with those obtained by TLD-700 and PAD dosimeters.
5 Conclusions
The facility aimed at studying radiation hardness properties of various materials of large
dimensions (up to an area of 800 cm
2
) in a wide range of temperatures, is described in
the article. The radiation hardness tests of GaAs preampliers and dierent materials for
the ATLAS detector at LHC have been performed successfully at this facility.
Two congurations of radiation eld were used for irradiation. For the neutron irradi-
ation, the primary  radiation is suppressed by the lead absorber and the radiation eld







range (0.1 - 11) MeV. The remaining  dose rate is decreased to the level of 50 Gy/h
which is less than 4% of the total radiation dose.
For  irradiation, the ux of fast neutrons is attenuated by the (n=) converter and
the radiation eld is composed by the primary  irradiation from the reactor and by the
photons produced via the neutron capture in the cadmium material of the converter. The
 dose rate is about 500 Gy h
 1
(about 85% of the total dose). The fast neutron ux







For both congurations of the radiation eld, thermal neutrons were suppressed by
introducing the boron carbide lter.
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6 TABLE CAPTIONS




Fig. 1: Schematic layout of the experimental set-up: (1) motherboard with the electron-
ics; (2) cryostat; (3) beam lter; (4) boron carbide layer; (5) support frame; (6) movable
shielding platform; (7) reactor beam shutter; (8) inner and (9) outer reactor shields; (10)
cryogenic lines; (11) signal cables; (12) transporting tube for the samples; (13) neutron
and  dosimeters; (14) nickel foil.
Fig. 2: The kinetic energy spectra of the neutrons from the IBR-2 reactor.
Fig. 3: Dependence of the thermo-luminescent signal intensity of TLD-700 on the dose




Co  sources and at IBR-2 reactor.
11
Table 1
Doses after lead lter after (n=) converter








1164 16 435 2 627 19 216 4
D
1
886 90 387 40 58 10 25 4
D
2
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